Improving healthcare through 
research and innovation 


Forca Healthcare develops medical devices to provide solutions for 
excellence in healthcare. Its aim is to create functional, durable and 
beautifully designed innovative healthcare products using the best 
materials and latest technology. This is done keeping four design principles 
in mind: User-friendliness, simplicity, attention to detail and distinctive 
aesthetics. 


The company has a strong commitment to research and development. Its 
core business, namely, innovation and manufacturing of medical devices, is 
carried out in close collaboration with academia, health care professionals 
and patients. 


Forca Healthcare pioneers in designing and commercialising single use 
safety syringes to protect both patients and healthcare professionals from 
exposure to blood borne pathogens and accidental needle stick injuries. 
Given the limited use of single use safety syringes in healthcare despite 
their availability, Forca Healthcare’s main priority is to actively promote and 
implement their use in modern healthcare practice to protect the health of 
patients and professionals.Medical devices are essential for safe and 
effective prevention, diagnosis, treatment and rehabilitation of illness and 
disease. Forca Healthcare was incorporated in 2016, with the aim of 
designing medical devices that could connect with the user and leave a 
positive experience. It uses its expertise and experience in innovation of 
healthcare products with an ambition to benefit patients and healthcare 
professionals. 
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What is Neo-Respire ? for better healthcare 


Neo-Respire is Forca Healthcare’s product line specifically designed to assist 
in the treatment and management of patients requiring respiratory support. All 
products adhere to international quality and standards while offering 
innovative features and novel product designs. Each product is carefully 
designed to work either independently or as part of a complete solution. 
Rigorous product development and testing has been undertaken to ensure 
products are safe, reliable, convenient and cost-effective. 

Neo-Respire products not only offer functionality but also support clinician 
efforts to enhance patient care. They are made using biocompatible materials 


and are disposable, recognizing the importance of infection prevention in 
accordance to international recommendations and guidelines. 


Neo-Respire portfolio includes the following 
products for better healthcare: 


Oxygen Therapy 

- Medium and High Concentration Oxygen Masks 
- Venturi Masks and Oxygen Recovery T-piece Kits 
Breathing Systems 

- Standard Breathing Systems 

- Breathing Systems with Water Traps 

- Anaesthesia Breathing Systems 

- Coaxial Breathing Systems 

- Mapleson Breathing Systems 

Breathing Filters and HMEFs 

- Bacterial Viral Filters 

- Heat Moisture Exchangers 

- Heat Moisture Exchanger Filters 

Accessories 

- Flexible Catheter Mounts 

- Suction Sets 

- Monitoring Lines 
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What is Bio-Acquire ? 


Key FeaturesBio-Acquire is a flocked swab creatively designed with perpendicular coated 
nylon structures for optimal specimen collection and elution into transport media. The soft 
brush-like nylon fibre texture minimises patient discomfort. Bio-Acquire swabs also feature a 
moulded break point that allows clinically safe and convenient break off of the swab stick 


Key Features 


- High specimen absorption 


- Efficient elution 
- Allows solid and semi-solid 


- No loss of specimen 


What is Securinject ? 


Accidental needle stick injuries and cross infection are serious concerns in modern day 
clinical practice. They pose a significant risk to healthcare professionals and their patients. 
Due to their limited awareness and recognition, accidental needle stick injuries and cross 
infections are known as silent killers. 


Securinject is a single-use safety syringe designed to administer local anaesthesia. It is 
an award winning patent protected innovation which prevents accidental needle stick 
injuries and cross infections in line with OSHA, Health and Safety (Sharp Instruments in 
Healthcare) Regulations 2013 and European Council Directive 2010/32/EU (the Sharps 
Directive). 


Securinject is primarily intended for use by dentists. It can also be used by other healthcare 
professionals such as general surgeons, dermatologists, cosmetic surgeons, podiatrists, 
orthopaedic surgeons etc. where clinically indicated. 


